Introduction
Intrauterine devices (IUDs) are a commonly used form of contraception worldwide and have a 98%-99% effectiveness in prevention of pregnancy [1] . IUDs can be divided into 3 basic types: inert, copper containing, and hormone containing [2] . IUDs prevent pregnancy by producing chronic inflammatory changes of the endometrium and fallopian tubes that have spermicidal effects, inhibit fertilization, and create an inhospitable environment for implantation [1, 3, 4] . Ultrasonography is the most common initial method of evaluation of IUDs due to its cost-effectiveness, lack of ionizing radiation, and excellent detail of pelvic anatomy [2] . The correct positioning of an IUD within the uterus is that of a T-shape. The stem and the arms of the "T" should be identified, with the proximal end toward the internal os and the distal end in the fundal region within the endometrium [5] . Malpositioning and/or mi-R Competing Interests: The authors have declared that no competing interests exist.
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gration of the IUD from its normal position in the uterine fundus is a frequent complication. Extrauterine migration and embedment in the fallopian tube is an extremely rare complication of IUD placement. Only a few other cases of coppercontaining IUD embedment in the fallopian tube have been reported in the literature to date. Herein, we present an additional case, detailing the complications and importance of recognizing translocated IUDs.
Case report
A 42-year-old female who was gravida 4, para 3 presented for IUD evaluation. recommended. The gynecologic exam was otherwise unremarkable. Blood chemistries and physical exam findings were within normal limits. Upon transvaginal ultrasound examination, the IUD was not identified, at which time abdominal radiograph was recommended for further evaluation ( Fig.  1 ). Abdominal radiograph demonstrated the IUD projecting in the pelvic region, thereby confirming that it had not been expelled ( Fig. 2 ). Further evaluation with computed tomography showed the IUD in an extrauterine location posterior to the bladder ( Fig. 3 ) . The patient underwent laparoscopic removal of the IUD, which was identified partially embedded in the left fallopian tube. The IUD was noted to be in close proximity to the bladder, but did not perforate it. Of note, the patient had a previous IUD device placed 3 months prior, 1 month postpartum, which was also malpositioned and removed. The patient recovered from the surgery well and opted for an alternative method of contraception.
Discussion
IUDs are an effective, safe, and widely used form of birth control, accounting for 16.5% use in undeveloped countries and 9.4% use in developed countries [1, 6] . The incidence of uterine perforation by IUD is reported to be between 1.3 and 1.6 per 1000 insertions [5] . Uterine perforation is a relatively rare but very serious complication. Perforations of IUD can occur anytime, either immediately by improper insertion or years after insertion secondary to device migration [6] . Serious complications can result secondary to extrauterine migration including perforation and embedment into the adjacent organs. Misplaced IUDs have been presented and described from several organs such as the intestinal tract, including the rectum and appendix, urinary bladder and even buried in the omentum [7] [8] [9] [10] [11] . Recognizing the imaging features of misplaced IUDs is crucial in initiating the appropriate workup to locate the device and remove it if necessary. The risk of IUD perforation is increased with the placement by inexperienced operators, early IUD placement < 6 months postpartum, in women with fewer prior pregnancies and in women with an increased number of miscarriages [1] . During the lactation period, endometrial atrophy due to hypoestrogenic state and accelerated involution of the uterus also leads to increased susceptibility to uterine perforation [7, 12] . In a study by Andersson and colleagues, at least 80% of their patients with perforated IUD were in the lactation period at the time of insertion [12] . Perforation of an IUD typically occurs at the time of insertion or within 1 year [7] .
The pathophysiology of IUD migration is not well understood. Specifically, tubal migration of an IUD is very rare and has not been extensively described in the literature. Of the few reported cases in the literature, there is only 1 case of tubal migration involving a copper-containing IUD that resulted in pyosalpinx. This is the only such case reported with IUD embedment in the fallopian tube. In our case, the coppercontaining IUD was inserted during the lactation period and only 3 months postpartum. In our patient, IUD translocation occurred twice in a period of 3 months, with both IUDs being inserted < 6 months postpartum and during lactation. It has been suggested that tubal migration may result from the penetration of part of the IUD into the tubal ostium at the time of insertion or the device may have been forced to migrate toward the tubal ostium by uterine contractions [13, 14] . Similarly, IUD migration into an adjacent organ may occur through movements of the omentum [7, [15] [16] [17] . The enlarged uterus in unintended pregnancies and tubal ectopic pregnancy may also cause IUD migration [7] . Another theory is 2-step migration where first the IUD perforates the uterine wall, and then at a later time perforates the wall of the fallopian tube [8] . Once the IUD perforates and specifically embeds in the fallopian tube, the accumulation of copper in the fallopian tube can induce morphologic changes and infiltration by inflammatory cells, resulting in hydrosalpinx or pyosalpinx as reported by Özdemir and colleagues [13] .
Given that migrant IUDs may remain asymptomatic for many years, the actual frequency is likely underreported. Although some patients have signs and symptoms suggestive of IUD perforation including pelvic pain, bleeding, and/or infection, many patients seem apparently asymptomatic [7] . Extrauterine perforation, however, can result in serious complications including injuries to adjacent structures, including bowel and bladder. Adhesions that form as a result of a foreign body reaction to the perforated IUD can involve the fallopian tubes and result in permanently decreased fertility [2] . In addition, in a hormone-containing IUD, the serum hormone levels can be up to 10 times higher when the IUD is in a peritoneal location than when it is intrauterine [5] .
Management of the migrated IUD is a matter of controversy; it can be debated whether the extrauterine IUD in an asymptomatic woman should be removed at all [13] . However, it has been recommended to remove a copper IUD located in the abdominal cavity, even in an asymptomatic patient, because the presence of copper can lead to adhesion formation and subsequent abdominal pain, bowel obstruction, or infertility [7, 13] . The standard treatment of mislocated IUDs is surgical and can be performed either laparoscopically or via laparotomy [7, 10] . The preferred surgical treatment is laparoscopy; however, the treatment depends on the degree of perforation and clinical symptoms. Laparoscopy can pose specific difficulties due to intra-abdominal adhesions, which may result in injury to the bowel [13] . Endoscopic techniques such as colonoscopy, hysteroscopy, and cystoscopy can be used for diagnosis and treatment depending on the location of the IUD [7] . There are several case reports in the literature about removing an IUD in the colonic lumen with colonoscopy [7, 17] . A review of surgical techniques to remove IUD by Akpinar and colleagues revealed that 93% of the reported cases in literature were attempted laparoscopically, but cases of both abdominal and pelvic organ perforations have an open surgery rate of 57.1% [7] .
Although rare, missing strings should prompt concern for extrauterine displacement of an IUD, especially if it occurs in early postpartum insertion as presented here. If the IUD cannot be identified on ultrasound, the patient should proceed to abdominal radiographs to ensure that the device has not been expelled. If the device is still not visualized, further evaluation with computed tomography can be performed. Crosssectional imaging can be useful in identifying the precise location of the IUD within the abdominal cavity, and assists in directing management regarding the optimal method of device retrieval. In our case, the location of the displaced IUD posterior to the bladder required surgical retrieval.
Conclusion
Migration of an IUD into the fallopian tube is an extremely rare and not well-understood complication of IUDs . IUD migration may be asymptomatic in some patients and result in complications at any point during their implantation. Imaging plays a critical role in locating a malpositioned IUD, assessing potential complications, and aiding in the surgical planning process.
